Cavitation intensity of water under practical ultrasonic cleaning conditions.
When measuring cavitation during cooling of thermally degassed water cavitation maxima are frequently observed at various temperatures. Relations between this phenomenon and frequency and power of ultrasounds as well as air content in water have been examined. It was found out that the secondary water regassing with air is the reason.